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Abstract 

A  cascade  test  facility  was  designed  and  built.  The  facility  deli¬ 
vers  4.0  ll^/sec  of  air  to  the  test  section  with  turbulence  intensities 
of  2.1  percent.  The  maximum  Reynolds  number  observed  was  3.24  X  10^  per 
foot. 

The  velocity  and  turbulence  intensity  profiles  in  the  flow  stream 
behind  the  blades  were  investigated  with  a  hot  film  anemometer.  The 
fluid  turning  angle  was  30  degrees.  The  profiles  were  obtained  at  .5,  2, 
and  4  chord  lengths  downstream  from  the  trailing  edges  at  Reynolds  num¬ 
bers  of  2.34,  2.83,  and  2.97  million  per  foot.  The  profiles  behind  the 
three  center  blades  of  the  five  blade  cascade  were  very  closely  matched 
in  all  test  cases.  A  flow  tuning  adjustment  in  the  test  section  requires 
redesign;  otherwise,  the  facility  is  adequate  for  the  testing  of 
compressor  and  turbine  cascades. 
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I.  Introduction 


Background 

The  testing  of  axial  flow  compressor  and  turbine  blades  is  normally 
accomplished  in  a  two  dimensional  cascade.  Cascade  testing  allows  the 
gathering  of  a  great  deal  of  data  that  can  be  used  in  engine  design 
work.  Specifically,  the  effects  of  blade  shape,  geometry,  and  surface 
roughness  can  be  determined  by  studying  the  wakes  of  cascaded  blades.  It 
was  in  support  of  two  such  studies,  both  under  the  sponsorship  of  the 
Air  Force  Wright  Aeronautical  Laboratories  Aero  Propulsion  Laboratory, 
that  the  AFIT  Cascade  Test  Facility  ( CTF)  was  designed  and  built.  The 
first  study  was  a  Ph.D.  dissertation  investigating  the  mixing  process 
behind  compressor  blades  with  crenelated  trailing  edges  (Ref.  1);  the 
second  concerned  the  effect  of  surface  roughness  on  compressor  blade 
performance  (Ref.  2).  These  studies  strongly  influenced  the  design,  but 
care  was  taken  to  ensure  that  the  facility  could  be  adapted  to  other 
studies  at  a  later  time. 

Objectives  and  Scope 

Ideally,  the  design  of  the  CTF  would  be  flexible  enough  to  permit 
its  use  both  as  a  cascade  test  facility  and  as  a  conventional  wind  tun¬ 
nel.  To  achieve  the  required  flexibility  the  test  section  was  to  allow 
investigation  of  compressor  and  turbine  blade  cascades  with  the  cascade 
geometry  and  blade  profile,  surface  roughness,  and  trailing  edge  con¬ 
figuration  as  possible  variables.  The  compressor  blade  studies  mentioned 
aboye  dictated  the  principal  design  goal  of  achieving  a  Reynolds  number 
(Re)  of  3.0  X  106  per  foot.  Sufficient  mass  flow  was  required  to  support 
a  test  section  large  enough  so  that  wall  effects  did  not  invalidate  the 


data.  The  objectives  of  this  thesis,  then,  were  to  design  and  build  a_ 
wind  tunnel  in  which  cascade  testing  could  be  done,  to  design  and  build 
a  suitable  test  section  which  would  simulate  operation  of  an  infinite 
cascade,  and  to  test  the  entire  apparatus  to  determine  its  performance 
and  acceptability. 


The  initial  effort  of  this  study  consisted  of  the  design  of  the 
facility.  The  CTF  is  composed  of  three  major  elements:  1)  the  flow 
supply  system,  2)  the  diffuser/stilling  chamber  and  3)  the  test  sec¬ 
tion,  including  associated  data  gathering  equipment. 

Air  Supply  System 

The  air  used  in  the  CTF  is  obtained  from  two  completely  independent 
sources:  a  centrifugal  blower  and  a  high  pressure  augmentor/ejector .  The 
40  horsepower  centrifugal  blower  has  a  nameplate  rating  of  3000  cubic 
feet  per  minute  at  26  ounces  of  head,  and  accounts  for  the  majority  of 
the  available  mass  flow.  The  entire  blower  assembly  is  enclosed  in  a 
foam  padded  box  which  suppresses  motor  and  compressor  noise  and  allows 
the  intake  air  to  be  channeled  through  an  electronic  air  cleaner.  Flow 
to  the  blower  is  normally  obtained  through  a  12  in.  duct  from  outside 
the  building.  Outside  air  is  used  because  the  test  section  exhausts 
into  the  laboratory,  and  heating  of  the  air  by  the  blower  appreciably 
increases  the  room  temperature  after  long  periods  of  blower  operation.  A 
significant  benefit  is  realized  by  using  the  cooler  outside  air,  espe¬ 
cially  in  the  winter  months,  since  this  increases  the  fluid  density  and 
therefore  the  Reynolds  number.  This  increase  in  density  is  on  the  order 
of  10  percent  if  air  at  30  F  is  used  rather  than  air  at  80  F. 

The  blower  is  not  capable  of  providing  sufficient  mass  flow  and 
pressure  to  achieve  the  design  Reynolds  number.  For  this  reason, 
compressed  air  from  the  laboratory  high  pressure  air  supply  is  injected 
into  the  blower  discharge  air.  Nominal  maximum  delivery  is  1.0  ll^/sec 


at  100  psia.  The  ejector  design  is  based  on  the  work  of  Keenan,  Neumann, 
and  Lustwerk  (Refs.  3,4),  and  Is  shown  schematically  in  Fig.  I.  The 
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Figure  1.  Ejector  Schematic 

ejector  nozzle  can  be  used  as  either  a  converging  or  converging- 
diverging  nozzle,  as  the  diverging  portion  is  attached  by  screw  threads 
and  is  easily  removed.  Also,  while  the  CTF  was  designed  to  be  operated 
with  the  ejector  and  blower  both  running,  this  is  not  necessary.  At  an 
ejector  total  pressure  (PE)  of  80  psig,  the  ejector  alone  produces  a 
tank  pressure  of  approximately  40  in.  of  water,  which  is  the  same  as  the 
tank  pressure  for  blower  only  operation.  Thus  a  continuous  range  of  flow 
conditions  from  zero  flow  to  the  maximum  capacity  of  the  facility  is 
possible. 

Diffuser/Stilling  Chamber 

Upon  departure  from  the  ejector  mixing  section,  the  flow  enters  a  9 
foot  long  diffusing  section  which  slows  the  flow  velocity  to  approxi¬ 
mately  20  ft/sec.  The  divergence  half  angle  is  7  degrees.  The  flow  is 
then  radially  diffused  by  means  of  a  center  body  plug  at  the  beginning 


of  the  stilling  chamber  tank.  See  Fig.  2.  In  addition  to  aiding  the  dif¬ 
fusion  process,  the  plug  also  interferes  with  the  acoustic  path  between 
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Figure  2.  Stilling  Chamber  Schematic 

the  air  supply  system  and  the  test  section.  The  plug  is  built  of  styro¬ 
foam  covered  with  two  inch  thick  foam  rubber.  The  outer  annulus  corres¬ 
ponding  to  the  center  body  is  made  of  contoured  foam  rubber.  The  effec¬ 
tive  divergence  half  angle  is  4.84  degrees.  At  the  exit  plane  of  the 
cone,  the  flow  velocity  is  approximately  10  ft/sec.  The  flow  then  passes 
through  one  layer  of  40  mesh  wire  screen  which  traps  particulate  matter 
and  provides  a  slight  back  pressure  along  the  divergent  portion  of  the 
center  body.  Finally,  the  flow  encounters  a  4  in.  thick  honeycomb  grid 
which  straightens  the  flow  prior  to  its  entry  into  the  test  section. 
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Test  Section  Design 

Determination  of  Mass  Flow  Capabilities.  Before  the  size  of  the 
test  section  could  be  established  it  was  necessary  to  determine  how 
much  air  the  flow  supply  system  could  furnish.  This  was  established  by 
running  the  supply  system  with  various  sized  square-edged  orifices 
bolted  to  the  exit  of  the  stilling  chamber.  Pitot-static  traverses  were 
then  made  to  determine  the  location  and  size  of  the  vena  contractae  at 
several  ejector  pressures.  The  initial  runs  were  accomplished  with  the 
ejector  operating  in  both  the  converging  and  converging-diverging  con¬ 
figurations.  No  appreciable  difference  in  tank  total  pressure  was  noted 
between  the  two  configurations.  Since  the  total  pressure  achieved  was 
adequate  to  produce  the  required  Reynolds  number,  no  further  attempt  was 
made  to  optimize  ejector  performance.  The  ejector  was  operated  in  the 
converging-diverging  mode  for  the  remainder  of  the  study.  The  measured 
diameters  of  the  vena  contractae  were  used  to  compute  the  effective  exit 
areas,  and  these  areas  were  plotted  versus  tank  total  pressure  with 


ejector  pressure  as  a  parameter. 

Figure  3  shows  the  variation  of  pressure  recovery  with  exit  area. 

It  is  obvious  that  the  maximum  pressure  recovery  is  achieved  for  an  exit 
area  of  between  15  and  16  sq  in.  Note  that  at  higher  ejector  pressures, 
the  performance  of  the  system  falls  off  rapidly  as  the  exit  area  is 
decreased  below  12  sq  in.  This  is  attributed  to  blower  stall  due  to  the 
Increased  pressure  in  the  stilling  chamber  as  a  result  of  ejector  opera¬ 
tion.  This  effect  is  much  more  pronounced  at  higher  ejector  pressures; 
since  the  facility  normally  operates  under  these  conditions,  the  optimum 
exit  area  was  found  to  be  16  sq  in. 


o 
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Figure  3.  Variation  of  Pressure  Recovery 
with  Stilling  Chamber  Exit  Area  Using 
Square  Edge  Orifices 


Cascade  Test  Section  Design  Considerations.  In  addition  to  the 
basic  design  goal  of  achieving  a  Reynolds  number  of  3.0  X  10^  per  foot 
there  are  several  other  factors  which  influence  the  design  of  the  test 
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section  to  be  employed.  These  are  discussed  in  detail  below. 

1).  The  size  of  the  test  section  must  be  such  that  wall  effects  do 
not  Invalidate  the  data.  Therefore,  the  width  must  be  great  enough  so 
that  the  boundary  layers  do  not  extend  to  the  center  line  of  the  test 
section.  The  boundary  layer  thickness  was  estimated  by  means  of  the 
turbulent  flow  boundary  layer  thickness  equation  (Ref.  5:42) 


f  •  -w* 


For  x  -  3  ft,  V  -  300  ft/sec,  V  *  1.5  X  10“^  ft2/sec,  the  boundary 
layer  thickness  6  ■  0.59  in.  This  equation  only  applies  to  turbulent 
flow  over  a  flat  plate  at  zero  incidence.  However,  Schlichting  points 
out  (Ref.  5:511)  that  the  centrifugal  forces  acting  on  a  fluid  tra¬ 
versing  a  convex  surface  impede  transverse  motions  within  the  fluid. 

This  tends  to  suppress  mixing,  resulting  in  a  thinner  boundary  layer. 
Schlichting  also  points  out  that  wall  curvature  has  little  effect  on 
boundary  layer  stability  if  the  boundary  layer  thickness  is  much  less 
than  the  radius  of  curvature.  Therefore,  considering  the  bell  mouth 
inlet  to  be  a  flat  plate  is  a  conservative  assumption,  and  leads  to  a 
minimum  test  section  width  greater  than  2  X  0.59  *  1.18  in.  With  this  in 
mind,  the  test  section  width  was  chosen  to  be  2  in;  this  set  the  test 
section  height  at  8  inches  to  provide  an  exit  area  of  16  sq  in. 

2).  A  typical  cascade  assembly  for  evaluation  of  compressor  blade 
performance  is  shown  in  Fig.  4.  In  order  to  permit  varying  the  angle  of 
attack  for  a  given  cascade  or  varying  the  cascade  geometry,  an  adjust¬ 
able  inlet  bell  mouth  was  provided  at  the  exit  of  the  stilling  chamber. 
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The  upper  surface  of  che  inlet  could  be  adjusted  to  control  the  test 
section  inlet  area,  as  shown  by  the  dashed  lines  in  Fig.  5.  The  cur¬ 
vature  of  the  bell  mouth  walls  is  that  of  an  ASMB  long  radius  bell 
mouth.  The  effect  of  angle  of  attack  on  the  channel  height  (and  area) 
for  a  fixed  cascade  geometry  is  shown  in  Fig.  6. 


Figure  6.  Variation  of  Test  Section  Frontal 
Area  with  Angle  of  Attack 


3) .  Flexible  end  walls  are  used  as  a  means  of  controlling  the  flow 
conditions  downstream  of  the  blades  (Ref.  6).  As  shown  in  Fig.  4,  these 
walls  are  driven  by  jack  screws  and  held  in  place  by  the  screws  and  by 
friction  from  the  plexiglass  side  walls.  The  edges  are  sealed  with  rub¬ 
ber  gasket  material  to  prevent  leakage.  The  walls  may  be  used  to  adjust 
downstream  flow  direction  and  to  vary  the  back  pressure  on  the  cascade. 
In  addition,  the  effect  of  blade  and/or  cascade  geometry  on  the  perfor¬ 
mance  of  a  diffuser  located  downstream  of  the  blades  may  be  investi¬ 
gated  . 

4) .  A  flow  traversing  system  designed  to  accommodate  a  pitot  tube 
or  a  hot  wire/hot  film  anemometer  sensor  was  fabricated.  The  traverser 
was  to  be  automated  and  capable  of  Interfacing  with  the  Hewlett-Packard 


Automatic  Data  Acquisition  System.  The  anemometer  sensor  was  supported 
in  the  flow  by  an  18  in.  probe  support.  The  traverser  permits  probing 
the  entire  flow  field  from  1/2  in.  behind  the  blade  leading  edges  to  the 
exit  of  the  test  section.  A  NACA  66-007  airfoil  was  used  as  a  fairing 
around  the  probe  support.  See  Fig.  7.  This  assembly  is  attached  to  the 
traversing  system,  which  is  driven  in  the  streamwise  (x)  and  vertical 
(z)  directions  by  digital  stepping  motors.  (The  cascade  coordinate 
system  is  shown  in  Fig.  8).  The  probe  is  positioned  in  the  spanwise 
direction  by  a  manually  operated  traverser.  Probe  location  is  read  from 
a  digital  position  indicator  with  resolutions  of  .001  in.  in  the  vert- 
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Figure  8.  Cascade  Coordinate  System 

5).  Ease  of  access  to  the  blades  was  an  important  consideration  to 
permit  adjustments  to  or  changing  of  the  blades.  The  test  section  side 
walls  were  built  of  plexiglass,  and  the  blades  were  secured  by  means  of 
pins  which  mated  with  holes  in  the  side  walls.  This  adequately  supported 
the  blades,  and  allowed  the  walls  to  be  easily  removed.  This  system  also 
has  the  advantage  that  schlieren  photographic  studies  of  the  test  sec¬ 
tion  flow  conditions  may  be  made. 

6).  In  order  to  evaluate  the  performance  of  the  CTF,  a  test  sec¬ 


tion  with  cascade  characteristics  representative  of  an  actual  aircraft 
compressor  was  chosen.  The  blade  chosen  was  a  2  dimensional  model  of  a 
typical  exit  guide  vane.  A  NACA  64-series  airfoil  with  design  lift 


coefficienC  of  0.9  and  thickness  of  5.5  percent  was  chosen.  The  blades 
were  cast  of  epoxy,  both  for  ease  of  fabrication  and  ease  of  modifying 
the  trailing  edges.  The  profile  coordinates  were  generated  using  a  com¬ 
putational  aerodynamics  program,  1CAAP  (Ref.  7).  An  aspect  ratio 
(span-to-chord)  of  1.0  and  a  solidity  (chord-to-spacing)  of  1.5  were 
selected  (Ref.  8).  These  two  parameters,  along  with  the  previously 
selected  width  (span)  and  test  section  height  required  a  chord  of  2  in. 
and  a  blade  spacing  of  1.333  in.  This  geometry  yielded  an  8  inch  five 
blade  cascade.  A  blade  was  also  half  buried  in  each  end  wall  to  aid  in 
simulating  an  infinite  cascade.  Thirty  degrees  was  selected  as  the  turn¬ 
ing  angle  for  the  initial  development  phase.  The  blade  orientation  was 
set  taking  into  account  the  gas  deviation  angle  at  the  exit  of  the 
cascade  (Ref.  9). 

6*=  0.260^  S/c'{l-3(l-2a/c)]  (2) 

where  0  *  camber  angle 
S  «  blade  spacing 
c  "  chord 

a  *  distance  from  leading  edge  to  the  point  of  maxi¬ 
mum  thickness 

* 

For  the  given  blade  and  geometry,  6  **  2.3  degrees. 
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The  performance  of  the  CTF  was  evaluated  in  two  phases.  First,  the 
flow  in  the  stilling  chamber  exit  plane  was  studied  with  the  test  sec¬ 
tion  removed  to  determine  velocity  and  turbulence  intensity  levels  in 
both  the  y  and  z  planes.  (Turbulence  intensity  is  the  ratio  of  the 
fluctuating  (root  mean  square)  velocity  at  a  point  to  the  maximum  velo¬ 
city  in  the  flow  field).  Then  the  test  section  was  installed  and  wake 
velocity  and  turbulence  intensity  profiles  were  obtained  at  three 
Reynolds  numbers. 
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Figure  9.  Stilling  Chamber  Exit  Plane 
Coordinate  System 


Stilling  Chamber  Exit  Plane  Survey 
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the  test  section  would  not  seriously  degrade  the  flow  uniformity  along 
the  center  line  of  the  cascade.  A  traversing  system  using  three  manually 
operated  mutually  perpendicular  traversers  was  bolted  to  the  stilling 
chamber,  and  a  TSI  1214-20  hot  film  sensor  was  used  to  measure  velocity 
and  turbulence  intensity  profiles  in  the  exit  plane. 

The  Initial  series  of  traverses  was  made  in  the  vertical  (z)  plane 
at  various  distances  from  the  side  walls,  with  the  flow  channel  height 
set  at  8  in.  These  traverses  indicated  a  pronounced  anomaly  in  the  flow 
field.  The  center  of  the  disturbance  was  located  approximately  0.75  in. 
from  the  upper  end  wall.  The  effect  was  present  on  both  side  walls  and 
increased  in  severity  approaching  the  side  walls.  When  the  channel 
height  was  reduced  to  7.25  in.,  the  disturbance  center  remained  0.75  in. 
from  the  upper  wall.  See  Figs.  10-13.  The  flow  defect  was  traced  to  the 
seam  between  the  moveable  wall  of  the  bell  mouth  and  the  fixed  side 
walls  not  having  been  sealed.  As  the  flow  accelerated  through  the  bell 
mouth,  the  static  pressure  decreased,  creating  a  pressure  differential 
across  the  unsealed  seam.  This  caused  a  thin  jet  to  be  injected  along 
both  side  walls,  severely  disturbing  the  flow.  The  problem  was  solved  by 
sealing  the  seam  with  a  silicone  based  adhesive.  Figures  14  and  15  show 
typical  velocity  and  turbulence  intensity  profiles  after  the  seam  was 
sealed.  Care  must  be  taken  to  prevent  such  leaks  when  the  bell  mouth  is 
readjusted,  as  the  presence  of  such  a  disruption  in  the  flow  would  in¬ 
validate  any  cascade  data. 

The  next-  set  of  traverses  was  made  in  the  horizontal  (y)  plane  at 
various  Reynolds  numbers.  Typical  profiles  are  shown  in  Fig.  16,  and 
indicate  that  the  flow  is  uniform  in  the  spanwise  direction. 
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.  Velocity  and  Turbulence  Intensity  Profiles  in  the  Stilling  Chamber  Exit  Plane 
Bell  Mouth  Not  Sealed,  Y  =  1.0  in.,  Exit  Area  =  16  Sq  In. 


C.00  1Z.00  24.00  36.00  46.00  60.00  0.00  3.00  6.00  9.00  12.00  1S.0 

VELOC  l  T  Y ( F  T /SEC )  *10l  TURBULENCE  I NTENS  l  T Y ( PCT ) 

Figure  12.  Velocity  and  Turbulence  Intensity  Profiles  in  the  Stilling  Chamber  Exit  Plane 
Bell  Mouth  Not  Sealed,  Y  =  .125  in.,  Exit  Area  =  16  sq  in. 
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3.  Velocity  and  Turbulence  Intensity  Profiles  in  the  Still 
Bell  Mouth  Not  Sealed,  Y  =  .125  in..  Exit  Area  =  14.5 
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The  exit  plane  survey  was  concluded  by  setting  the  bell  mouth 
opening  at  6.86  in.  in  preparation  for  test  section  installation. 
Velocities  were  then  calculated  based  on  the  total  temperature  (Tt)  and 
pressure  (Pt)  in  the  stilling  chamber  and  the  exit  plane  static  pressure 
(P).  Isentropic  flow  through  the  bell  mouth  was  assumed,  and  the  isen- 
tropic  compressible  flow  equations  were  used  to  find  the  exit  plane 
static  temperature  (T) 

T  -  Tt(P/Pt)*286  (3) 

for  a  specific  heat  ratio  of  1.4.  This  temperature  was  used  to  find  the 
velocity  by 

V  2(^r)Rg(Tt-T)’  (4) 

The  Reynolds  number  was  then  calculated: 

Re  =  _£V1  (5) 

y 

with  y  -  4.05  X  106  lb-sec/ft2  (Ref.  10:67).  Mass  flow  rates  were 
established  by 

m  *  pAV  (6) 

with  A  -  13.7  sq  in.,  the  area  of  the  opening.  This  area  is  actually  too 
large  due  to  boundary  layer  buildup  along  the  walls,  but  the  velocity 
profiles  indicate  that  the  boundary  layer  is  very  thin  at  the  exit 
plane;  no  attempt  was  made  to  correct  for  the  effect.  Velocity,  Reynolds 
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number,  and  mass  flow  rates  are  presented  in  Figs.  17,  18,  and  19.  Note 
that  the  design  Reynolds  number  is  achieved  for  ejector  pressures 
greater  than  50  psig. 


Figure  17.  Stilling  Chamber  Exit  Plane  Velocity  as  a 
Function  of  Ejector  Pressure  for  Exit  Area  =  13.7  Sq  In. 
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Figure  18.  Stilling  Chamber  Exit  Reynolds  Number  as  a 
Function  of  Ejector  Pressure  for  Exit  Area  *  13.7  Sq  In. 
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Figure  19.  Facility  Mass  Flow  Rates 
for  Exit  Area  =  13.7  Sq  In. 


Test  Section  Wake  Survey 

The  next  phase  of  the  evaluation  required  the  determination  of  the 
flow  characteristics  downstream  of  the  cascade.  Hot  film  anemometry 
measurements  of  velocity  and  turbulence  intensity  were  made  at  1  in.,  4 
in.,  and  8  in.  behind  the  blade  trailing  edges  at  ejector  pressures  of 
0,  40,  and  50  psig.  These  pressures  corresponded  to  Reynolds  numbers  of 
2.34,  2.83,  and  2.97  million  per  foot  respectively.  A  summary  of  these 
results  is  included  in  Appendix  B. 

Figure  20  shows  the  wake  velocity  profile  1  in.  behind  the 
trailing  edge  at  0  psig  ejector  pressure.  Blade  number  1  is  located  at 
z  *  1.3  in.,  as  indicated  by  the  marks  on  the  right  side  of  the  z-axis. 
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Figure  20.  Wake  Velocity  Profile,  x  =  1  in.,  PE  =  0  psig 

Several  characteristic  features  of  the  profile  should  be  noted.  Most 
important  is  the  uniformity  of  the  individual  wake  profiles.  The  wakes 
of  the  three  center  blades  are  virtually  identical.  This  indicates  that 
the  five  blade  cascade  is  closely  approximating  an  infinite  cascade, 


which  was  a  major  design  objective.  As  a  result  of  this  uniformity,  tra¬ 
verses  in  later  studies  can  be  made  across  the  center  blade  (rather  than 
the  entire  cascade)  with  good  assurance  that  the  data  are  representative 
of  any  blade  in  an  infinite  cascade . 

A  close  examination  of  Fig.  20  reveals  another  feature  of  interest.: 
the  velocities  outside  the  wakes  are  not  constant  across  the  test  sec¬ 
tion.  The  exit  plane  survey  showed  that  the  flow  field  was  uniform  upon 
entrance  to  the  test  section,  so  the  variation  must  be  caused  by  the 
test  section.  The  non-uniform  velocity  is  believed  to  be  a  result  of 
either  cascade  geometry  or  a  missetting  of  the  test  section  end  walls. 

It  should  be  noted  that  this  velocity  variation  was  only  present  in  the 
data  taken  1  in.  behind  the  trailing  edge;  four  inches  (2  chord  lengths) 
downstream  it  has  damped  out. 

Figure  21  is  a  plot  of  turbulence  intensity  which  corresponds  to 
Fig.  20.  The  individual  wake  profiles  are  again  very  similar  to  each 
other.  They  each  show  a  discontinuity  in  the  profile  which  indicates  the 
location  of  the  blade  trailing  edge.  The  flow  over  the  suction  side  is 
considerably  more  turbulent  than  that  on  the  pressure  surface,  on  the 
order  of  15  to  20  percent.  Thit,  is  to  be  expected  for  an  airfoil  at  high 
angles  of  attack,  as  the  suction  side  flow  is  negotiating  a  severe 
adverse  pressure  gradient .  Whether  or  not  the  flow  has  actually 
separated  cannot  be  conclusively  determined;  however,  data  taken  at  this 
location  would  show  a  broad  wake  if  the  flow  were  separated.  F’>rther- 
more,  the  z  direction  width  of  the  "notch"  in  the  profiles  is  very  close 
to  the  trailing  edge  thickness,  and  the  turbulence  intensity  decreases 
in  a  well  behaved  manner  from  the  suction  side  maximum  to  the  local 
minimum  at  the  trailing  edge.  There  are  no  random  fluctuations  as  might 
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Figure  21.  Wake  Turbulence  Intensity  Profile 
x  =  1  in.,  PE  =  0  psig 

be  expected  in  separated  flow.  A  stall  would  also  be  accompanied  by 
large  deviation  angles  caused  by  the  inability  of  the  fluid  to  negotiate 
the  turn;  in  such  a  case  the  flow  would  tend  to  migrate  toward  the  lower 
end  wall,  resulting  in  higher  velocities  there.  Profiles  taken  at  4  and 


8  in.  downstream  do  not  show  such  a  trend.  The  thicker  suction  side  wake 
is  explained  by  earlier  transition  to  turbulent  flow  there  than  on  the 
pressure  side  (Ref.  5:773).  Therefore,  while  this  evidence  is  not  con¬ 
clusive,  it  reinforces  the  hypothesis  that  the  flow  is  not  separated. 
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Figure  22.  Wake  Velocity  Profile 


Figure_22  shows  the  velocity  profile  4  in.  behind  the  trailing 
edge.  The  most  notable  feature  of  this  profile  is  that  the  velocity 
deficit  has  been  reduced  by  50  percent  from  the  deficit  at  1  in.  The 
wake  has  increased  in  thickness  due  to  the  momentum  transfer  between  the 
wake  and  the  undisturbed  flow.  This  energy  transfer  is  apparent  in  the 
corresponding  turbulence  intensity  profile,  Fig.  23. 
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Figure  23.  Wake  Turbulence  Intensity  Profile 


The  profile  is  short  and  squat  compared  to  the  1  in.  profile,  indicating 
a  redistribution  of  the  energy  in  the  wake.  Note  that  the  minimum  values 
of  turbulence  intensity  are  roughly  1.5  percent,  nearly  the  same  as  the 
values  at  1  in.,  but  there  is  no  broad  area  of  low  turbulence  as  before. 
Thus  the  confluence  of  adjacent  wakes  occurs  approximately  4  in.  behind 
the  trailing  edges . 

Another  notable  feature  of  Fig.  22  is  the  z  direction  displacement 
of  the  minimum  velocity  point.  This  displacement  is  even  more  evident  in 
the  velocity  profile  8  in.  downstream,  Fig.  24.  In  this  plot,  it  is 
apparent  that  the  entire  wake  profile  has  migrated  in  the  positive  z 
direction.  Evidently  the  flow  is  not  leaving  the  blades  axially,  as  was 
the  intent  of  the  design.  While  this  may  be  due  to  imprecise  mounting  of 
the  blades,  it  is  more  likely  a  result  of  an  improper  adjustment  of  the 
flexible  end  walls  (Ref.  6).  This  would  account  for  the  presence  of  a 
displacement  despite  the  fact  that  no  z  direction  velocity  component  was 
present  1  in.  behind  the  trailing  edge.  The  effect  is  less  noticeable  at 
higher  flow  velocities,  as  shown  in  Fig.  25,  which  is  the  velocity  plot 
at  the  same  location  for  an  ejector  pressure  of  50  psig  (Re  =  2.97  X 
106  per  foot ) . 

The  effect  of  increased  ejector  pressure  on  the  performance  of  the 
cascade  is  primarily  reflected  in  increased  flow  velocity  (and  therefore 
Reynolds  number).  Except  for  the  effects  discussed  previously,  the  pro¬ 
files  are  very  similar  regardless  of  ejector  pressure.  The  turbulence 
intensity  plots  are  nearly  identical  for  corresponding  traverses, 
this  data  will  not  be  discussed  in  detail.  The  plots  are  included  in 


Appendix  B. 


IV.  Conclusions 


The  evaluation  tests  which  were  described  in  this  report  indicate 
that  the  design  of  the  Cascade  Test  Facility  is  adequate.  The  CTF  deli¬ 
vers  sufficient  mass  flow  to  permit  testing  of  a  cascade  with  a  frontal 
area  of  16  sq  in.  at  Reynolds  numbers  at  or  above  3.0  X  10^  per  foot. 

The  stilling  chamber  assembly  allows  the  flow  to  approach  the  test  sec¬ 
tion  with  turbulence  intensities  on  the  order  of  2  percent.  In  the  test 
section  at  least  three  blade  wakes  are  very  similar,  indicating  that  the 
flow  is  approximating  that  in  an  infinite  cascade.  The  instrumentation 
is  sufficient  for  data  collection.  However,  there  are  two  items,  the 
flexible  end  walls  and  the  cascade  angle  of  attack,  which  bear  further 
investigation  in  order  to  determine  their  influence  on  the  cascade  flow 


V.  Recommendations 


While  the  configuration  of  the  CTF  is  satisfactory,  there  are 
several  steps  that  could  be  taken  to  improve  its  usefulness.  There  is 
also  one  major  problem  area  and  perhaps  another  which  need  to  be  invest¬ 
igated  further. 

The  first  problem  is  with  the  flexible  end  walls  in  the  test  sec¬ 
tion.  The  position  of  these  walls  has  a  significant  effect  on  the  flow 
downstream  of  the  cascade.  The  walls  will  have  to  be  adjusted  so  that 
the  wake  does  not  migrate  toward  one  of  the  end  walls.  Wall  adjustment 
is  rather  difficult  due  to  the  design  of  the  wall  support,  and  a  major 
redesign  will  probably  be  necessary  if  the  walls  are  to  be  adjusted 
quickly  and  easily. 

The  second  area  of  concern  is  the  fact  that  the  cascade  may,  in 
fact,  be  stalled.  This  could  be  determined  by  a  closer  investigation  of 
the  blade  wakes  using  a  multi-element  sensor.  The  facility  should  also 
be  tested  using  a  cascade  configuration  known  to  be  well  below  the  stall 
in  order  to  obtain  performance  profiles  under  these  conditions. 

Several  minor  modif icntions  could  be  made  to  the  facility  which 
would  significantly  increase  its  utility.  The  first  of  these  is  the 
incorporation  of  automatic  data  acquisition  equipment.  This  would  allow 
faster  data  collection,  which  means  the  data  for  a  given  traverse  would 
be  obtained  under  more  uniform  conditions,  while  reducing  the  time  the 
fragile  anemometer  sensors  are  exposed  to  the  flow.  Secondly,  placing  a 
static  temperature  probe  on  the  anemometer  probe  would  reduce  experimen¬ 
tal  error,  since  these  temperatures  can  only  be  estimated  with  the 


present  instrumentation.  This  inaccuracy  affects  the  Reynolds  number 
calculation  in  both  the  density  and  viscosity  terms.  Thirdly,  a  better 
arrangement  for  controlling  the  ejector  pressure  is  needed.  The  system 
is  quite  sensitive  and  increases  run  time  because  frequent  adjustments 
are  necesary  to  maintain  the  proper  pressure.  Fourth,  an  electronic  air 
cleaner  should  be  installed  in  the  stilling  chamber;  sensor  destruction 
due  to  dust  impingement  was  a  major  problem,  and  will  be  even  worse  if 
smaller,  more  sensitive  sensors  are  used.  Fifth,  the  bell  mouth  should 
be  modified  to  incorporate  an  integral  seal.  This  will  be  particularly 
important  if  the  facility  is  used  as  a  wind  tunnel  rather  than  as  a 
cascade  facility.  Finally,  the  performance  of  the  CTF  could  possibly  be 
improved  by  attempting  to  optimize  the  ejector  performance.  As  stated 
previously,  no  real  attempts  were  made  at  optimization,  even  though  the 
ejector  was  designed  with  this  flexibility  in  mind. 
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Appendix  A:  Data  Collection  and  Reduction 

Data  Collection 

The  hot  wire/hot  film  anemometer  was  selected  as  the  primary  means 
of  obtaining  flow  data  for  the  CTF.  The  advantages  of  the  hot  wire  over 
pitot-static  systems  are  numerous.  Primary  among  these  advantages  are 
the  capability  to  measure  both  velocity  and  turbulence  parameters 
simultaneously,  and  to  easily  interface  with  a  computerized  data  col¬ 
lection  and  reduction  system.  Unfortunately,  the  sensors  are  very  fra¬ 
gile  and  are  broken  easily  by  impinging  dust  particles.  This  repre¬ 
sented  the  major  drawback  to  the  anemometry  system  during  the  study. 

A  Thermo  Systems,  Incorporated  (TSI)  model  1050  anemometry  system  was 
used  for  this  study,  with  a  TSI  1214-20  single  wire  hot  film  sensor  of 
diameter  .002  in.  This  rather  large  diameter  was  used  due  to  the  pre¬ 
sence  of  dust  particles  entering  ttie  CTF  through  the  ejector  air 
supply.  While  the  frequency  response  of  the  large  sensor  decreased  the 
accuracy  of  the  turbulence  data,  the  decrease  was  not  considered  to  be 
significant  within  the  scope  of  the  facility  evaluation.  Smaller,  more 
sensitive  sensors  should  be  used  for  data  collection  requiring  high 
accuracy. 

An  accurate  calibration  of  the  hot  film  sensors  was  necessary  in 
order  to  convert  the  voltage  outputs  of  the  anemometer  into  usable  data 
The  calibrations  for  the  sensors  used  in  this  study  were  performed  on 
the  AFIT  Hewlett-Packard  Automatic  Data  Acquisition  System,  using  a  pro 
cedure  developed  by  Kirchner  (Ref.  11).  This  procedure  allows  semi¬ 
automatic  calibration  of  the  probe,  and  provides  the  coefficients  for 


and  a  plot  of  a  fourth  order  polynomial, calibration  curve. 


The  voltage  outputs  from  the  anemometer  were  fed  into  two  volt¬ 
meters:  a  Digitec  model  268  Direct  Current  (DC)  voltmeter  and  a 
Hewlett-Packard  model  3400A  Root  Mean  Square  (RMS)  voltmeter.  The  DC  and 
RMS  voltages  were  recorded  at  each  data  point,  and  were  converted  to 
velocities  and  turbulence  intensities,  respectively,  by  a  FORTRAN  com¬ 
puter  program  using  the  Control  Data  Corporation  6600  computer  at  AFIT. 


Data  Reduction 

The  data  reduction  program  used  a  polynomial  evaluation  routine  to 
convert  voltages  to  velocities.  However,  the  voltages  were  first  cor¬ 
rected  for  the  static  temperature  of  the  flow  being  different  from  the 
probe  calibration  static  temperature.  This  correction  was  necessary 
because  the  heat  transfer  from  the  sensor  to  the  flow  is  quite  sensitive 
to  the  ambient  static  temperature.  Failure  to  correct  for  this  effect 
yielded  velocity  inaccuracies  of  between  15  and  20  percent  when  compared 
to  pitot-static  calculations  at  velocities  of  500-600  feet  per  second. 
With  the  temperature  correction  applied,  the  pitot-static  and  anemo¬ 
meter  velocities  agreed  to  within  approximately  3  percent.  The  tempera¬ 


ture  correction  factor  (TCF)  was  calculated  using  the  formula 


(Sensor  Temp  -  Calibration  Temp) 


(Sensor  Temp  -  Total  Temp) 


where  Sensor  Temp  is  the  nominal  sensor  operating  temperature  (450  F), 
Calibration  Temp  is  the  calibration  total  temperature,  and  Total  Temp  is 
the  total  temperature  at  a  data  point  for  a  given  flow  condition  (Ref. 
12).  The  "raw"  DC  voltages  were  multiplied  by  the  TCF,  and  then 


converted  to  velocities  using  a  fourth  order  polynomial: 


V  =  aQ  +  ajv  +  a2v^  +  03  v-^  +  (8) 

where  V  is  the  velocity  and  v  is  the  corrected  voltage.  The  coefficients 
were  obtained  from  the  probe  calibration  described  above. 

The  turbulence  intensity  was  calculated  by 

mvRMS 
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where  m  is  the  slope  of  the  calibration  curve,  vjy^g  is  the  RMS  voltage 
at  the  data  point  (corrected  for  temperature  effects),  and  Vmax  is  the 
maximum  velocity  measured  during  a  traverse.  Figure  26  shows  the  com¬ 
putation  graphically. 
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Figure  26.  Fluctuating  Velocity  Calculation 


Here,  Vf]^uc  =  mv^S  and  represents  the  fluctuating  velocity.  The  drawing 
indicates  that  the  calculated  fluctuating  velocity  will  be  smaller  than 
the  actual  fluctuating  velocity,  resulting  in  lower  calculated  tur¬ 
bulence  intensities.  However,  the  calibration  curve  is  very  nearly 
linear  in  this  range,  and  the  RMS  voltage  is  small.  As  a  result,  the 
error  introduced  by  using  the  linear  approximation  is  negligible. 
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